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Abstract: In the last two decades, a growing interest has been focused on gait and balance robot-
assisted rehabilitation in children with neurological disabilities. Robotic devices allow the implemen-
tation of intensive, task-specific training fostering functional recovery and neuroplasticity phenomena.
However, limited attention has been paid to the protocols used in this research framework. This
systematic review aims to provide an overview of the existing literature on robotic systems for the
rehabilitation of gait and balance in children with neurological disabilities and their rehabilitation
applications. The literature search was carried out independently and synchronously by three authors
on the following databases: MEDLINE, Cochrane Library, PeDro, Institute of Electrical and Elec-
tronics Engineers, ScienceDirect, and Google Scholar. The data collected included three subsections
referring to clinical, technical, and regulatory aspects. Thirty-one articles out of 81 found on the
primary literature search were included in the systematic review. Most studies involved children with
cerebral palsy. Only one-third of the studies were randomized controlled trials. Overall, 17 devices
(nine end-effector systems and eight exoskeletons) were investigated, among which only 4 (24%)
were bore the CE mark. Studies differ on rehabilitation protocols duration, intensity, and outcome
measures. Future research should improve both rehabilitation protocols’ and devices’ descriptions.
Keywords: cerebral palsy; paediatric neurorehabilitation; robotics; rehabilitation paediatric
1. Introduction
Many neurologic disorders can affect children’s neuromotor development and their
ability to participate actively in daily life (i.e., cerebral palsy, traumatic brain injury) impact-
ing children’s social and cognitive development and increasing disability and caregiver
burden [1].
In the last decades, extensive research on rehabilitation intervention in children with
neurological disorders has been conducted. The focus of rehabilitation in this context is
walking and mobility [2]. For this aim, the literature has increasingly emphasized the
promotion of active therapies, including intensive, repetitive, and task-specific training to
enhance gait recovery and neuroplasticity, which is the ultimate factor to consider when
designing personalized neurorehabilitation interventions [3–6]. Neuroplasticity is the
brain’s ability to reorganize itself by forming new neural connections due to learning in
response to new situations or changes in their environment and a mechanism to compensate
for brain injury [7].
Pediatric rehabilitation presents some peculiar aspects that differentiate it from re-
habilitation intervention in adulthood. Remarkably, in the developmental age, since the
children’s skills and competencies are not consolidated, the areas of development cannot
be evaluated and treated individually. Their mutual interactions with each other should
be taken into consideration. The field of neuromotor rehabilitation in children is rapidly
evolving. This is confirmed by the relatively recent institution of the neuropsychomotor
therapist, specialising in the motor, cognitive and emotional-relational rehabilitation of
the child. In this dynamic rehabilitation context, new technologies such as robots for reha-
bilitation could be a valuable tool for improving and enriching rehabilitation approaches,
especially when considering the specific needs of children with neurologic diseases.
A robot can be defined as an electromechanical device provided with actuators,
a sensor system, and a control system [8]. The ability to mobilize limbs is provided
by actuators to move the robot’s mechanical components in contact with the human
body. Sensors acquire data on the mechanical systems and environment’s state, allowing
interaction with the user [9]. Finally, the control system bridges actions and perception.
Robots can provide repetitive, intensive, task-oriented, and quantifiable training,
essential features for a rehabilitation intervention to foster neuroplasticity and recovery in
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neurological patients [10,11]. In the last two decades, their use has increased significantly in
various neurological conditions to improve either upper limb function or gait and balance.
Results on the effectiveness of robot-assisted rehabilitation in different fields of application
are promising. However, the literature is rather heterogeneous in terms of devices used,
population investigated, and type of rehabilitation interventions. Moreover, in this solid
but heterogeneous body of evidence, only a small fraction of previous research focused on
rehabilitation in the developmental age [12].
A recent review suggested robots’ most clinically relevant features for rehabilitation [9].
Robotic devices can be classified according to their mechanical properties (i.e., end-effector
systems, grounded exoskeletons, wearable exoskeletons, numbers of degrees of freedom,
body segments involved), feedback modalities (i.e., haptic, visual, auditory), amount
of assistance provided, and modalities of human–robot interaction (i.e., active, passive,
assistive) [13]. Specifically, the exoskeleton-based devices are robots in which patient’s
joints and robot’s mechanical structure are aligned. Consequently, the human-machine
mechanical interface involves the entire limb. In contrast, the end-effector systems provide
contact between the mechanical structure and patient only at the most distal segment of
the involved limb (i.e., hand/foot) [12].
The European regulatory framework requires a robotic device to be registered as a
medical device used for rehabilitation purposes. This requirement is ensured by the CE
mark that allows its inclusion in the European Union market. Obtaining the CE mark
ensures the fulfilment of European standards on quality and safety. As regards the US
market, the Center for Devices and Radiological Health (CDRH) within the Food and
Drug Administration is responsible for medical devices regulations and their sale in the
United States.
Robots for rehabilitation have some relevant features that make them potentially rele-
vant in the rehabilitation of children with neurological diseases. Firstly, the combination
of robotic tasks with virtual reality environments provides an enriched experience that
fosters higher focus and attention, novelty, fun, and challenge, which, together, maximize
cognitive engagement, thus stimulating the child’s active voluntary participation and, most
importantly, neuroplasticity [14]. Secondly, different feedback modalities of the patient’s
performance, like auditive, visual and haptic, can enrich the treatment, fostering senso-
rimotor learning. In addition, an educational effort of healthcare professionals involved
in the rehabilitation process should be put forward to improve knowledge on the specific
technical features of these devices. The market offers many types of robots, and their
technical characteristics are often not accompanied by specific clinical indications about
the target functions, affecting, in turn, the development of the individualized neurorehabil-
itation program [15]. On one hand, the relentless technical innovation allows the creation
of complex and sophisticated devices for neurological rehabilitation [16,17]. On the other
hand, the lack of beneficial dialogue between developers and users limits the use of these
devices in clinical practice [18].
Based on these considerations, it is conceivable that robot-assisted rehabilitation can
be successfully applied to rehabilitation in children affected by neurological disorders.
However, most of the literature on this topic is focused on adults, and further effort is
needed to provide evidence on the developmental age [12,19].
Recently, a review was carried out on robotic devices for upper limb rehabilitation
in children with neurological impairments [19]. The study presented an overview of
the upper limb robotic device’s characteristics, their applications in the clinical setting,
and results. However, to the best of our knowledge a similar study on gait and balance
rehabilitation has not been published yet. Falzarano and colleagues [19] have pointed out
that optimal control strategies and sensory-motor recovery in children with neurological
diseases have not been defined yet. Moreover, rehabilitation protocols in this domain
should be more detailed on specific contents and applications [12]. Most of the literature
on this topic has focused on the type of device used to overlook treatment modalities.
However, understanding the effects of different training modalities using robotic devices is
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crucial for improving rehabilitation care. It can foster the spread of these devices in the
context of children’s rehabilitation.
This systematic review aims to provide an overview of the existing literature on robots
and electromechanical devices used for the rehabilitation of gait and balance in children
with neurological disability and their rehabilitation application, focusing on the type of
robotic devices used and their application protocols.
A comprehensive perspective on the main results achieved by applying robot-assisted
rehabilitation, which are the most successful methodologies implemented from which to
lay the foundations for future studies on robot-based approaches, is provided.
2. Materials and Methods
The present study represents a new analysis in a subgroup of patients based on a
recently published scoping review on robots for neurorehabilitation [12]. A new systematic
literature search has been performed, and data on rehabilitation treatments ad protocols
has been extracted. The review was carried out according to PRISMA guidelines, the
present protocol was not registered.
2.1. Eligibility Criteria
A literature review was carried out. The inclusion criteria were as follow:
Population: children (age < 18 years old) affected by neurological diseases.
Intervention: robot-assisted rehabilitation.
Comparison: studies were included irrespective of the presence of a comparison.
Outcomes: studies included clinical and instrumental outcome measures, and feasibil-
ity and safety outcomes were included.
Study design: RCT, controlled and uncontrolled trials, case series studies were included.
Studies on robot-assisted rehabilitation on children (age < 18 years old) affected by
neurological diseases were selected. Only English-written clinical trials, pilot studies,
and observational studies were considered. Clinical studies including other non-invasive
technologies (i.e., non-invasive brain stimulation and functional electrical stimulation)
combined with robot-assisted approaches were excluded. Three authors carried out the
assessment of eligibility independently. Where in disagreement, the option agreed by two
out of three authors was chosen.
2.2. Information Sources
A first literature search was carried out from November 2019 to February 2021. No
date restrictions were applied for the search. The search was carried out on the following
database: MEDLINE, Cochrane Library and PeDro, Institute of electrical and electronics
engineers, Science direct, Google Scholar.
2.3. Search Strategy
The following keywords were used: (pediatric OR child *) AND robot * AND (rehabil-
itation) AND (“Lower Extremity” [Mesh] OR balance).
2.4. Selection Process
Three authors independently and synchronously selected the included studies accord-
ing to eligibility criteria. Selection, based on title, abstract, and eventually full-text reading,
was performed sequentially.
2.5. Data Collection
For the included articles, the data-collection form included three subsections referring
to clinical, technical, and rehabilitation intervention characteristics, respectively.
The first information subsection presents clinical features, including study authors,
clinical characteristics of the population, and study design.
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The second subsection presents technical features of the device such as the type of
mechanical architecture (end-effector or exoskeleton), wearability, environment of the inter-
vention (virtual or real), degrees of freedom (DoFs) for each limb, parameters recorded by
the device, control system, and regulatory aspects such as the use of the CE mark according
to the European Medical Device Regulation and relative classification, if available.
The third subsection presents the features of the rehabilitation intervention provided,
such as modalities of human-robot interaction [20], type of feedback provided to the
user, the possibility of adapting the level of training difficulty, intensity of the treatment
(measured as minutes per session), number of sessions per day, duration of the treatment
and rehabilitation aim of the device (assistive or interactive). An overview of the data
extracted is reported in Table 1.
Table 1. Overview of the extracted data on population, device, and rehabilitation features.
Section Extracted data
Population Study Authors
patients included (sample size, age, diagnosis)
study design [observational, pilot multicentre, pilot, RCT, controlled
prospective, case series, uncontrolled trial, feasibility study]
Device presence of CE mark
CE class [i, iia, iib]





DoFs [nActive + nPassive]
recorded parameters [ROM, force, kinematics]
control system [force, ROM, impedance, EMG]
Treatment assistance modality
feedback modality
difficulty level [fixed, adjustable]
intensity (min/session)
duration
number of sessions per day
rehabilitation aim
Legend: EE, end-effector; Exo, exoskeleton-based; DoFs, degrees of freedom; n, number; ROM, range of motion;
EMG, electromyography; wearability: 0: no, 1: yes.
2.6. Study Quality Assessment
The quality of the included randomised controlled trials (RCTs) was assessed using
the PEDro scale. This scale includes 11 criteria, of which only ten contribute to the total
score (range 0–10). Studies with scores lower than five are considered poor quality and
with a high risk of bias [21].
3. Results
The literature search identified 81 articles. After title and abstract reading, 35 articles
met the requirements to proceed to the full-text reading stage. In this stage, four further
articles were excluded due to the absence of a rehabilitation treatment [22–25]. This pro-
cess led to 31 selected papers being included in the review (Table 2). Figure 1 shows the
flow diagram that summarizes the process and results of the primary literature search.
Almost a third (32%) of the studies were RCTs, suggesting an overall moderate-to-low
quality of evidence. Among the ten included RCT studies, six were classified as good
to excellent quality according to the PEDro score (score > 5) [26–31], three as fair quality
(score = 5) [32–34] and one as poor quality (score < 5) (Table 3) [35]. Tables 4 and 5 summa-
rize the extracted data from the included studies regarding robotic features and treatment
characteristics, respectively.
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RCT n◦ (%) 10 (32%)
other n◦ (%) 21 (68%)
Population * ABI/TBI/SCI/PNI/CP/D 1/1/1/1/29/1
Devices





Legend: n., number; other, pilot, feasibility, observational studies; ABI: acquired brain injury; TBI, traumatic brain
injury; SCI, spinal cord injury; CP, cerebral palsy, PNI: peripheral nerve injury, D: Duchenne; EE, end-effector;
Exo, exoskeleton. *: some studies investigated more than one population.
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Figure 1. Flow chart of the study selection process.
3.1. Clinical Features
Cerebral palsy (CP) was the most investigated disease, while five studies included
subjects with acquired brain injury [32,36], SCI [37], Duchenne [38], peripheral nerves
lesion [39]. The age of the included subjects ranged between 4 [40] and 16 years [41]. The
included patients with CP showed a variety of dysfunctions, including diplegia, spastic
diplegia, and hemiplegia. Notably, some studies included more than one population.
Almost 30% of the studies (10/31) included less than six children [38–40,42–48].
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3.2. Robotic Devices
Based on the analysis of the literature, 16 robots that have been developed beyond
the proof-of-concept stage and were used for lower limb rehabilitation of children with
neurological disorders were identified. The included devices’ technical characteris-
tics are reported in Table 4. Only four devices were provided with the CE mark and,
hence, are commercially available. Except for the Lokomat (Hocoma AG, Volketswil,
Switzerland), which has been widely investigated in children with neurological dis-
abilities [25,27–29,32–34,37,41,49,50], each of the other devices were investigated in
few studies.
The 16 selected devices differ in architectural configuration (exoskeleton or end-
effector) and the sets of targeted joints. There was an equal number of the exoskeleton
and end-effector devices. As regards the mechanical structure, the selected robots have
different degrees of freedom. Two main control schemes were used: impedance control
and admittance control.
3.3. Rehabilitation Protocols Interventions
The rehabilitation protocols used in the included studies were analysed and are
outlined in Table 5. In terms of the number of sessions provided, treatment duration
varied significantly across studies between 1 [41] and 60 months [26]. The duration of
each session has shown a wide range of variability ranging from 8 [41,51] to 75 min [52].
Noteworthy, in a relevant number of studies, some treatment information was missing. As
for the assistance modality and the user’s feedback, the various devices can be considered
relatively homogeneous (assistive) with both visual and haptic feedback provided.
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Beretta 2018 1 0 0 1 0 0 0 1 1 1 1 5
Damiano 2017 1 1 1 0 0 0 0 1 1 1 1 6
Druzbicki 2013 1 1 1 1 0 0 1 0 0 1 1 6
Romei 2012 1 0 0 1 0 0 0 1 1 1 1 5
Schroeder 2014 B 0 0 0 1 0 0 0 1 1 1 1 5
Wallard 2017 1 1 1 1 0 0 1 1 1 1 1 8
Wallard 2018 1 1 0 1 0 0 0 1 1 1 1 6
Chen 2016 1 1 1 1 0 0 0 1 0 1 1 6
Smania 2011 1 1 1 1 0 0 1 1 1 1 1 8
Yazici 2019 1 0 0 1 0 0 0 0 1 1 1 4
Table 4. Included devices’ characteristics.
Device RehabilitationAim CE Class
CE











lower limbs gait orthosis
with body weight support
for treadmill walking
Lokomat + FreeD [41] interactive IIa 1 Z12069002 Exo no (2 + 2) × 2 ROM impedance,position
lokomat + medio-lateral
weight shifting support
MOTOMED [53] interactive IIa 1 Y034899 EE no (2 + 1) × 2 force N/A robotic cycling device
Hybrid Assistive Limb
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Device RehabilitationAim CE Class
CE




















PedBot [40] interactive - - - EE no 2 + 0 kinematics,force force, torque










extension [47] assistive - - - Exo yes 1 × 2
kinematics,
force impedance




[45,46,51] assistive - - - Exo yes 1 × 2 torque, force torque, force
wearable robot for ankle
flexion-extension
assistance during gait
pediAnklebot [39] interactive - - - EE no 2 + 1 kinematics,force impedance
device for ankle assistive
movement in sitting
position with exergaming
FORTIS-102 [48] interactive - - - EE no N/A kinematics,force N/A
device for simulation of
horse riding
Gait Trainer GT1 [31] assistive - - - EE no (1 + 2) × 2 kinematics position gait assistive device withbody weight support
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Device RehabilitationAim CE Class
CE





Innowalk Pro [35] interactive - - - Exo yes (1 + 2) × 2 N/A N/A gait assistive device withbody weight support




Legend: n: number, EE: End Effector, Exo: Exoskeleton, DoFs: Degrees of Freedom (active DoFs + passive DoFs), DNC: Device’s National Classification, N/A: Not Assessable.
Table 5. Rehabilitation protocols of the included studies.














Level Study’s Main Results
Lokomat [27] RCT 26, 10.1y (2.2y)CP
20
5/week 1 45 real 0 2 fixed
BG difference in the range of
pelvic motion in the coronal
plane on the right side
No BG differences
Lokomat [28] RCT 14, 8.3y (1.2y)CP
20
5/week 1 40 real 0, 2 2 adjustable
BG difference in balance in
standing and walking
(GMFM D-E)
Lokomat [29] RCT 14, 8.3y (1.2y)CP
20
4 weeks 1 40 real 0 2 adjustable
BG difference in balance in
standing and walking
(GMFM D-E)
Lokomat [32] RCT 29, 11.2y (n.a)ABI
20
5/week 1 45 real 0 2 adjustable







4/week 1 30–60 real 0 2 adjustable
WG improvement in balance






4/week 1 50 real 0 2 adjustable
WG improvement in balance
in standing and walking
(GMFM D-E)
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3–5/week 1 45–60 N/A 0 2 fixed
WG improvement in balance






4/week 1 37 (±6) real 0 2 adjustable








CP 1 1 8 real 0, 6, 2 2 adjustable









5/week 1 20 real 0, 2 2 adjustable











2–4/week 1 20 real 3 2 fixed
WG improvement of walking
speed and spatiotemporal
gait parameters
EksoGT [42] Case study 1, 17yCP
12
3/week 1 50 real 2 2, 3 adjustable








3/week N/A 40 real 0,2,7 1, 2 adjustable
no BG differences (home vs
lab robotic intervention)
WG improvement in both
groups for endurance, gait








2/week N/A 75 real 0, 2, 7 1, 2 adjustable










3/week N/A N/A real 0, 2, 7 1, 2 adjustable
WG improvements in the
ankle range of motion,
muscle strength, spasticity
(MAS)
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3/week N/A 50 real 0, 2, 7 1, 2 adjustable
WG improvements in the










3/week N/A 45–60 real 0, 3 1, 2, 3 adjustable
WG improvement in









3/week N/A 40 real 1 1, 2 adjustable






N/A N/A 30 virtual 1, 3, 7 1, 2 adjustable








CP, Duchenne N/A N/A N/A real 1, 3 2 fixed Not assessed
Exoskeleton
for ankle [45] Cohort study
5, 5–30y
CP N/A N/A 25 real 2 2 fixed







CP N/A N/A N/A real 2 2 fixed
WG increase of propulsive




















Appl. Sci. 2021, 11, 12061 13 of 20
Table 5. Cont.














Level Study’s Main Results
Fortis-102 [48] Case study 1, 11yCP
12
1/week 1 45 real 0 2 adjustable
increased abdominal muscle
trophy and improve in static
balance (stabilometry)
Gait trainer




5/week N/A 30 real 0 2 adjustable







3/week N/A N/A real 1 2 fixed
WG improvements in gait









min/week real 0 2 fixed
improved spasticity in knee
flexion (MAS)
Legend: n: number, CT: controlled trial, RCT: randomized controlled trial, Assistance modalities: 0: passive, 1: active, 2: assistive, 3: assist-as-needed, 4: passive-mirrored, 5: corrective, 6: perturbative, 7: resistive;
Feedback modalities: 1: visual, 2: haptic, 3: auditory; CP: cerebral palsy, ABI: acquired brain injury, TBI: traumatic brain injury, SCI: spinal cord injury, PBS: Pediatric Balance Scale, COPM: Canadian Occupational
Performance Measure, WG: within group, BG: between group.
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4. Discussion
This work is a systematic review of the existing literature on robotic devices for
gait and balance rehabilitation in children with neurological disabilities. Moreover, the
present work reviews the rehabilitation protocols performed in these studies. Based on the
literature search, a limited number of studies on this topic were found. Noteworthy, many
of the included studies have been published in the last few years, thus suggesting that the
interest in this field is rapidly increasing. However, compared with the extensive literature
on adult robot-assisted neurorehabilitation, the number of studies on rehabilitation in
childhood is still limited [12,58]. The rehabilitation interventions have varied substantially
between studies, both in terms of intensity and modalities.
4.1. Population
CP was the most investigated pathology, reflecting the high prevalence of this disease
in the developmental age [59]. Some studies have included other populations, but their
sample sizes were generally limited except for the study carried out by [32], investigating
a cohort of 29 children with ABI. Notably, some studies have included more than one
population. Sample sizes were, overall, small, and 10/31 studies included five patients or
fewer. The studies included in the present review have involved patients aged between
4 [40] and 16 years old [41]. This is in line with previous findings that have suggested that
most of the research on the effectiveness of rehabilitation in childhood has been conducted
with school-aged children. However, the majority of brain growth and development
occurs in the first two years of life. This early period represents a critical window during
which rehabilitation effectiveness might be maximized, but which is missed by modern
rehabilitative approaches [4]. Therefore, further research on the early stage of development
is needed. The heterogeneity of functional lower limbs’ impairments and age hampers
the synthesis of the results. Moreover, inclusion criteria of some studies have included
subjects’ anthropometry, pointing out a relevant issue with robot-assisted rehabilitation in
developmental ages—that is, the variability in the height of the children involved.
A recent device, the Trexo Home [44], represents an attempt to overcome this issue
by providing different designs suitable for children from one year old up to a maximum
of 170 cm. However, this remains a unique example, and, generally, the customization of
devices size according to the children’s height is somewhat limited.
Along with its effectiveness, the safety and acceptability by patients and therapists
represent other relevant aspects in robot-assisted rehabilitation. Borggraefe et al. [25] have
investigated the safety and feasibility of robot-assisted treadmill training in 83 children and
adolescents, and no severe side effects were found. In most patients, the adverse events
were clinically insignificant and did not prevent children from undergoing the treatment.
In contrast, none of the studies in the present review investigated patients’ and therapists’
acceptability of the robotic devices for rehabilitation. This aspect is crucial for fostering the
spread of these devices in clinical settings and deserves a systematic assessment in future
studies [41,60].
4.2. Robotic Devices
The increasing number of studies on neurological disabilities in children has paralleled
the number of devices developed. However, most of the devices included in the present
review were initially intended for adult users, with limited possibility to be adapted to
child biomechanics, as they do not provide the possibility of adjusting the size, weight,
and forces delivered. Despite this limited number of devices developed for the paediatric
population, several studies have shown that their use can offer relevant opportunities to
promote children’s sensorimotor recovery and prevent disease progression.
The wide range of subjects’ heights during childhood has possibly affected the diffu-
sion of standard devices and has fostered the development of several customized robots.
One of the main characteristics in pediatric rehabilitation is the patients’ continuous de-
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velopment and change in terms of anthropometric measures and rehabilitation needs.
Consequently, developmental neuromotor rehabilitation is often a process that supports
children from birth to adulthood.
The devices’ description in terms of technical features was limited in most of the
included studies. Noteworthy, as previously suggested, it is conceivable that improving
the reporting on robots’ characteristics in clinical trials may help other researchers and
clinicians be aware of these technologies’ full potential and use them appropriately [12].
The knowledge of each robot training modalities and other technical aspects such as
wearability or number of DoFs is crucial to understanding devices’ best implementations
in clinical practice.
Moreover, in most of the literature examined, there was no clear distinction between
assistive and purely rehabilitative devices (replacement of a function vs recovery of a
function). While some devices were explicitly developed for rehabilitation, showing
interactive features and adaptability to patient impairments, other devices seem to be
designed with the original aim to reduce disability in impaired patients rather than being
a rehabilitative tool. A significant example of the latter is the Ekso GT (Ekso Bionics,
Richmond, CA, USA) [42]. Although provided with different treatment modalities to
match the subject’s level of impairment, the device is poorly interactive. It does not
properly provide task-oriented training per-se, which is an essential feature for inducing
functional improvement and fostering neuroplasticity.
A remarkable attempt to describe the functioning of the rehabilitation robot used in
their trial is represented by the study from [41]. In their study, the authors have evaluated
new control modes by assessing leg muscle activation patterns and intensity and heart rate
while walking with the Lokomat device. Specifically, two new control modes were intro-
duced: the “Path Control” mode, which allows the patient to walk within a virtual tunnel
surrounding the ideal movement trajectory, and the “FreeD”, which was developed to
support weight shifting through the mediolaterally moveable pelvis and leg cuffs. Results
indicate that the former seems promising for adolescent patients undergoing neuroreha-
bilitation, as it increases proximal leg muscle activity while facilitating a physiological
muscle activation.
Overall, the present review findings suggest an urgent need for new devices specifi-
cally designed and developed for children. Meeting this need is crucial for the development
of this field and might improve rehabilitation. It would be essential to involve both engi-
neers and therapists during the design stage, as regards technological innovation. This
collaboration can provide both technical and clinical requirements with the aim of design-
ing and programming devices increasingly suitable for rehabilitation aims and the needs of
clinical relevance, always keeping the engagement and comfort of the child as the central
reference point.
As summary and as perspective we can detail some considerations at a technical
level to design robots for child neurorehabilitation that distinguish them from those for
adults. The devices should be adaptable to the biomechanics of the child in terms of size
and weight. This is crucial because, during development, these aspects change drastically.
Regarding the forces delivered by the devices, they should be variable that implies the
development of new types of motors. Finally, the rendering of the virtual reality projected
on screen should be high to promote the engagement during the tasks.
4.3. Treatment Interventions
This review evaluates and reports the treatment modalities used in robot-assisted
rehabilitation in children. Robotic devices can provide specific treatment features that
foster recovery and neuroplasticity [13]. These devices allow performing highly repeti-
tive, intensive, and task-oriented training, thus fostering the neuroplasticity process [15].
Notably, a recent meta-analysis on gait rehabilitation in children with CP has suggested
that the body of literature for gait training has presented several limitations, including
potentially insufficient duration, intensity, and total amount of gait training, which may
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have negatively biased the results [2]. Furthermore, the use of technology may combine
purely motor rehabilitation with cognitive-behavioural exercises. Children can interact
with the systems performing problem-solving activities, receiving rewards and maximizing
their engagement. Indeed, robotic devices have been reported to provide a means of
emotional expression for individuals with cognitive, physical, communication, or social
impairments [61]. Above all, the interactive modalities provided by some devices and
the combination of robotic tasks with VR environments may promote higher focus and
attention, fun, and challenge. All these characteristics are of paramount importance in pae-
diatric rehabilitation, and, all together, maximize cognitive engagement, thus stimulating
the child’s active, voluntary participation and neuroplasticity [33,61].
Following the classification of architecture of robotic devices, the treatment interven-
tions of the included studies can be roughly divided into two groups: rehabilitation treat-
ments involving the whole lower limb and gait [27,28,30–35,37,38,41,42,44,50,53,54], and
intervention targeted to specific joints like knee or ankle [30,36,39,40,43,45–47,51,52,55–57].
Although the importance of the features of robotic devices for rehabilitation, our analysis
suggested that rehabilitation protocols are highly heterogeneous in terms of treatment
duration, ranging from one [41] to 60 sessions [26] and duration of each session ranging
from eight [41,51] to 75 min [52]. Moreover, in a limited number of studies, the difficulty
level of the treatment was adjustable to the patient’s needs. Lastly, the assistance modality
that characterizes the patient–machine interaction was often not reported or was limited
to passive or active modalities. However, recent works on robot-assisted rehabilitation
have suggested that the assistive modality could be the ideal strategy for fostering neuro-
plasticity [13]. Along with assistance modality, type of feedback provided, the number of
repetitions executed, and control system used should also be specified when describing the
rehabilitation intervention. Improving the reporting of the treatment and performing more
complex and intensive rehabilitation protocols is crucial for taking full advantage of the
available robotic devices.
The methodological quality of the studies included is low to moderate, with only
10 RCTs. The limited quality of evidence affects the attempt to synthesize the effec-
tiveness of robot-assisted neurorehabilitation in these subjects, and future RCTs should
provide solid rehabilitation protocols and technical descriptions. However, some com-
mon pattern in studies that used similar devices and treatment modalities can be found.
Specifically, intervention using robot for gait rehabilitation, such as Lokomat and Gait-
Trainer, showed patients’ improvement in functional gait parameters like speed and en-
durance [28,29,31,32,34,37,42,49,50,54]. In contrast, single-joint devices generally showed
improvements in active and passive joint-specific movement features, like muscle strength
or spasticity [36,40,43,45,52,55–57]. From a clinical perspective, therefore, clinicians should
be aware of technical difference between different devices and choose the most appropriate
one (when possible) accordingly. It is relevant to underline that most of the studies included
in the present review were uncontrolled trials, hence, it is hard to disentangle the treatment
effects specifically induced by the robotic device.
As for the design of the technical features of robots for child neurehabilitation, we can
summarize the design methodology, at the conceptual level the rehabilitation protocols,
that differentiates them from the adult ones. The protocols should take into account the in-
fluence of early intervention on neurodevelopmental that implies emphasizing treatments
focused on social and environmental engagement. As, during development, the conse-
quences are more critical at the sensory and cognitive levels, the protocols should focus
particularly on the quantitative functional assessment of those features. This corresponds
to also robustly measuring the baseline of healthy, age-matched controls.
5. Conclusions
The present review suggests that robot-assisted rehabilitation may be helpful and
feasible for neurorehabilitation in children. Moreover, our analysis suggests a need for
new devices specifically designed and developed for children. When using robotic de-
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vices, clinicians should design intensive, task-oriented, personalized treatment to foster
neuroplasticity and recovery. Meeting this need is crucial for developing and improving
rehabilitation outcomes, and, ultimately, contributing to increasing the quality of life of
children with neurological disabilities.
The lack of information regarding devices’ descriptions and details of rehabilitation
treatment has hampered data extraction in the present work. It may affect the replication
of the experimental rehabilitation treatments in other clinical settings.
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